Misc. Settings: NTP Time

1. Log into scanner's web Ul

2. Go to menu Network -> Protocol -> SNTP (Advanced Settings)

3. replace the default server sntp.brother.com with time.nist.gov , keep the port 123 the
same

4. Click submit button on bottom of page, page will refresh with green Submit 0K if time
sync was successfull.

5. Click Date&Time>> link at the bottom of the current SNTP settings page

6. Change settings on the Date&Time page:

CLOCK TYPE[]= 24h
TIME ZONE[J= UTC-5
AUTO DAYLGT.[J= ON
SYNC W/NTP[J= ENABLED

7. Click submit button on bottom of page, page will refresh with green submit 0K if settings
changed correctly.
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